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Objectives: The democratization of diagnostics is one of the key challenges towards containing the trans- 

mission of coronavirus disease 2019 (COVID-19) around the globe. The operational complexities of exist- 

ing PCR-based methods, including sample transfer to advanced central laboratories with expensive equip- 

ment, limit their use in resource-limited settings. However, with the advent of isothermal technologies, 

the detection of severe acute respiratory syndrome coronavirus 2 (SARS-CoV-2) is possible at decentral- 

ized facilities. 

Methods: In this study, two recombinase-based isothermal techniques, reverse transcription recombinase 

polymerase amplification (RT-RPA) and reverse transcription recombinase-aided amplification (RT-RAA), 

were evaluated for the detection of SARS-CoV-2 in clinical samples. A total of 76 real-time reverse tran- 

scription PCR (real-time RT-PCR) confirmed COVID-19 cases and 100 negative controls were evaluated to 

determine the diagnostic performance of the isothermal methods. 

Results: This investigation revealed equally promising diagnostic accuracy of the two methods, with 

a sensitivity of 76.32% (95% confidence interval 65.18–85.32%) when the target genes were RdRP and 

ORF1ab for RT-RPA and RT-RAA, respectively; the combination of N and RdRP in RT-RPA augmented the 

accuracy of the assay at a sensitivity of 85.53% (95% confidence interval 75.58–92.55%). Furthermore, high 

specificity was observed for each of the methods, ranging from 94.00% to 98.00% (95% confidence interval 

87.40–9.76%). 

Conclusions: Considering the diagnostic accuracies, both RT-RPA and RT-RAA appear to be suitable assays 

for point-of-need deployment for the detection of the pathogen, understanding its epidemiology, case 

management, and curbing transmission. 

© 2021 The Author(s). Published by Elsevier Ltd on behalf of International Society for Infectious 

Diseases. 

This is an open access article under the CC BY license ( http://creativecommons.org/licenses/by/4.0/ ) 
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. Introduction 

The unprecedented devastation caused by the severe acute 

espiratory syndrome coronavirus 2 (SARS-CoV-2) pandemic has 

rought a tremendous threat to millions of lives and disrupted 

he global economy (Chih-Cheng Lai et al., 2020 ). To date, more 

han four million deaths have been attributed to coronavirus dis- 

ase 2019 (COVID-19) worldwide, along with an immeasurable de- 

ree of morbidity ( JHU, 2021 ). SARS-CoV-2 is the seventh member 
iety for Infectious Diseases. This is an open access article under the CC BY license 
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f the coronavirus family capable of causing human disease, and 

ince its discovery in the city of Wuhan in China, this airborne 

irus has devastated and continues to devastate millions of lives 

nd livelihoods through active and passive ongoing transmission 

Tao Wua et al., 2020 ). 

COVID-19 typically manifests as general flu-like symptoms in- 

luding fever, cough, fatigue, dyspnea, and gastrointestinal issues 

 Chen et al., 2020 ; Huang et al., 2020 ). Owing to the overlap of

ymptoms with those of other viral infections, the early-stage di- 

gnosis of SARS-CoV-2 infection is problematic ( Xue et al., 2020 ). 

urthermore, no 100% effective therapeutic or preventive interven- 

ion has yet been developed, and the isolation of infected indi- 

iduals is the mainstay to curb the transmission of this pathogen 

 Lotfi et al., 2020 ). Lockdown fatigue and the urgent need for an 

ncome to provide the most basic needs is putting pressure on this 

ontrol measure, which is cruelly having the greatest impact on 

he poorest populations that are most at risk. Therefore, an accu- 

ate and rapid diagnostic method that can be applied in resource- 

oor settings is highly desired for controlling the spread of the 

irus/disease and directing treatment to infected individuals. 

A handful of direct techniques including virus isolation, plaque 

ssays, electron microscopy, and immuno-electron microscopy are 

vailable for the diagnosis of SARS-CoV-2 infection/COVID-19. 

owever, considering the superior sensitivity and specificity, as 

ell as the high-throughput capacity of real-time reverse tran- 

criptase PCR (real-time RT-PCR), this method has become the gold 

tandard for detection ( Hemida, 2021 ). Moreover, the quantita- 

ive ability of the method has also been exploited for prognosis 

 Ulinici et al., 2021 ). Despite its promising diagnostic efficacy, the 

equirements for a highly qualified laboratory, trained personnel, 

nd expensive reagents limit the application of this technique at 

ecentralized facilities. This is a critical gap in most developing 

ountries. 

To overcome such challenges, many antigen/antibody tests for 

ARS-CoV-2 have been developed and validated. These tests are 

egularly used globally, and especially in low and middle in- 

ome (LMIC) settings. Among them, a few antigen-based tests 

ncluding Lumipulse G, LuminraDx, and Standard Q Nasal have 

hown promising diagnostic efficacy, with sensitivity > 80% and 

pecificity > 95% ( Brümmer, 2021 ). However, most of the antigen 

nd antibody-based tests do not qualify for the desired accuracy 

 Deeks et al., 2020 ). Consequently, there is a pressing need for a

iagnostic tool that can be used at decentralized facilities with- 

ut decreased accuracy and reliability relative to real-time RT-PCR 

ests. 

With the consistent demand for an accurate, rapid, less ex- 

ensive, and easy-to-operate diagnostic tool, isothermal amplifi- 

ation methods such as loop-mediated isothermal amplification 

LAMP), CRISPR-based fluorescent application, and nicking enzyme- 

ssisted reaction (NEAR) have been exploited to detect SARS-CoV- 

 ( James and Alwneh, 2020 ). These methods require neither ther- 

ostable enzymes nor expensive equipment. Notably, a handful 

f studies have diagnosed COVID-19 through LAMP, and 10 re- 

erse transcription (RT)-LAMP tests have already been approved 

y the US Food and Drug Administration (FDA) for emergency use 

 FDA, 2021 ). Recently, recombinase polymerase amplification (RPA) 

ssays have emerged as another promising alternative to real- 

ime PCR for the diagnosis of infectious diseases ( A and J, 2015 ;

acdonald et al., 2018 ; P et al., 2021 ). The RPA method has mul-

ifarious advantages over other isothermal amplification technolo- 

ies, including LAMP. RT-RPA is comparatively rapid (10–15 min), 

equires simple equipment, and is easy to operate at ambient tem- 

erature (37–42 °C) ( Qian et al., 2020 ). 

The versatile advantages of RT-RPA assays has led to several cre- 

tive applications of these assays for the detection of coronaviruses 

uch as Middle East respiratory syndrome coronavirus (MERS- 
106 
oV) and bovine coronavirus (BCoV) ( Behrmann et al., 2020 ). Fur- 

her, the method has been incorporated into a ‘suitcase labo- 

atory’ for the point-of-care (POC) diagnosis of H7N9 avian in- 

uenza virus, Ebola virus, and visceral leishmaniasis, each of which 

as demonstrated the great potential of this isothermal technol- 

gy as a diagnostic tool for use in rapidly evolving and resource- 

onstrained outbreak situations ( A et al., 2015 ; Mondal et al., 2016 ;

 et al., 2015 ). In parallel to other isothermal technologies, RT- 

PA for the diagnosis of SARS-CoV-2 infection has been explored 

n several studies ( Behrmann et al., 2020 ; Nassir et al., 2020 ;

ubsoontorn et al., 2020 ; el Wahed et al., 2021 ). 

Another recombinase-based assay – reverse transcription 

ecombinase-aided amplification (RT-RAA) – has recently been de- 

eloped to detect infectious pathogens (Tao Wua et al., 2020 ). The 

iagnostic efficacy of the assay to detect SARS-CoV-2 has been well 

alidated in a multicenter study ( Wang et al., 2020 ). 

RT-RPA and RT-RAA are both based on isothermal amplification, 

n which the double-stranded DNA denaturation and strand inva- 

ion is accomplished by a cocktail of recombinase enzymes, single- 

tranded binding proteins, and DNA polymerases. The only differ- 

nce between the methods is the source of recombinase, which 

s phage-derived for RT-RPA and bacteria/fungi-derived for RT-RAA 

Tao Wua et al., 2020 ). 

Considering the various advantages of the isothermal methods, 

his study was performed to evaluate the ability of RT-RPA target- 

ng the E, RdRP, and N genes and RT-RAA amplifying ORF1ab to 

iagnose SARS-CoV-2 infection. The positive results of this study 

ill facilitate the use of these rapid and accurate diagnostic tools 

t decentralized facilities such as community clinics, especially in 

MIC including Bangladesh. 

. Materials and methods 

.1. Study site and population 

A diagnostic evaluation study was performed, in which a case–

ontrol design was followed to evaluate the diagnostic efficiency 

f both RT-RPA and RT-RAA. The study was conducted in the Virol- 

gy Laboratory and the Emerging Infections and Parasitology Labo- 

atory of the International Centre for Diarrhoeal Disease Research, 

angladesh (icddr,b); institutional review board approval was ob- 

ained (PR-20043). Archived RNA samples were used to evaluate 

ssay performance. Following RNA isolation from the clinical sam- 

les (nasopharyngeal swab), real-time RT-PCR was performed in 

he Virology Laboratory. The RNA samples were then archived at 

80 °C before RT-RPA and RT-RAA assays were performed in the 

merging Infections and Parasitology Laboratory. 

The clinical samples included in this study were collected from 

uspected COVID-19 patients at icddr,b during the pandemic. The 

taff of icddr,b and their family members were instructed to con- 

act the icddr,b staff clinic if they had any clinical symptoms of 

OVID-19. Following clinical evaluation, suspected patients and 

heir contacts were referred to the COVID-19 facility, Dhaka Hospi- 

al of icddr,b for nasopharyngeal swab sample collection. The col- 

ected swab samples were transferred in viral transport medium to 

he Virology Laboratory, icddr,b for laboratory investigation to de- 

ect SARS-CoV-2 through RT-PCR. The samples were collected from 

ll patients irrespective of age. 

A total of 76 suspected COVID-19 cases were confirmed through 

eal-time RT-PCR. One hundred negative control samples were in- 

estigated to directly compare the isothermal assays. Samples with 

 cycle threshold (Ct) value ≤37 were considered as positive in the 

T-PCR. A random code was generated by the study investigator for 

ach sample to ensure that the laboratory personnel were blinded 

o the classification or type of sample while performing the assays. 
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The operational definitions for the study participants from 

hom the clinical samples were collected were as follows: a 

COVID-19 suspect’ was a suspected COVID-19 case defined in a 

anner consistent with the World Health Organization (WHO) 

uidelines, including (1) a patient with an acute respiratory ill- 

ess (fever and at least one sign/symptom of respiratory disease, 

.g., cough, shortness of breath) AND a history of travel to or res- 

dence in a location reporting community transmission of COVID- 

9 disease during the 14 days prior to symptom onset, OR (2) a 

atient with any acute respiratory illness AND having been in con- 

act with a confirmed or probable COVID-19 case in the last 14 

ays prior to symptom onset, OR (3) a patient with a severe acute 

espiratory illness (fever and at least one sign/symptom of respira- 

ory disease, e.g., cough, shortness of breath, AND requiring hospi- 

alization) AND in the absence of an alternative diagnosis that fully 

xplains the clinical presentation. A ‘confirmed COVID-19 case’ was 

 suspected COVID-19 case with a positive real-time RT-PCR test. 

ontrols were individuals with flu-like symptoms who had nega- 

ive COVID-19 real-time RT-PCR results. 

.2. Nucleic acid extraction and real-time RT-PCR 

Viral RNA was extracted and purified from the clinical samples 

nasopharyngeal swabs) using the InviMag Pathogen Kit on an au- 

omated extractor (KingFisher Flex 96 system). SARS-CoV-2 detec- 

ion was performed by real-time RT-PCR assay targeting the SARS- 

oV-2 RNA-dependent RNA polymerase (RdRP) and nucleocapsid 

rotein (NP) genes according to the real-time RT-qPCR protocol as 

utlined by the Chinese Center for Disease Control and Preven- 

ion for the detection of RdRP and N genes of SARS-CoV-2 recom- 

ended by the WHO ( WHO, 2021 ). The primers and probes used 

o amplify the targets are provided in Supplementary Material 

ile 1. 

The real-time RT-PCR was performed in a 25- μl reaction vol- 

me consisting of 5 μl viral RNA, 12.5 μl of 2 × reaction buffer 

rovided with the Superscript III One Step RT-PCR system with 

latinum Taq polymerase (Invitrogen, Darmstadt, Germany; con- 

aining 0.4 mM of each deoxyribonucleotide triphosphate (dNTP) 

nd 3.2 mM magnesium sulfate), 1 μl of reverse transcriptase/Taq 

ixture from the kit, 0.4 μl of a 50 mM magnesium sulfate so- 

ution (Invitrogen), and 1 μg of non-acetylated bovine serum al- 

umin (Roche). The steps of the amplification cycles were as fol- 

ows: reverse transcription for 20 min at 55 °C, followed by denat- 

ration at 95 °C for 3 min, 50 cycles of amplification at 95 °C for 15

 and annealing–extension at 58 °C for 30 s, and cooling the ther- 

al cycler (CFX-96; Bio-Rad, USA) at 40 °C for 30 s. To control for 

atch-to-batch variation, a positive control of known Ct value was 

ncluded in each run. If both targets (open reading frame 1ab, nu- 

leocapsid protein) were positive by specific real-time RT-PCR, the 

ase was considered a laboratory-confirmed case. 

.3. RT-RPA assay 

The RT-RPA assays for the E, RdRP, and N genes were per- 

ormed according to the method described by el Wahed et al., 

ith minor modification ( el Wahed et al., 2021 ). For RT-RPA, the 

wistAmp exo kit (TwistDx, Cambridge, UK) was used in combi- 

ation with lyophilized RevertAid reverse transcriptase (Life Tech- 

ologies, Darmstadt, Germany). For each reaction, 29.5 μl of rehy- 

ration buffer, 2.5 μl of RevertAid reverse transcriptase (200 U/ μl), 

.7 μl of H 2 O, 2.1 μl of forward primer (10 pmol/ μl), 2.1 μl of

everse primer (20 pmol/ μl), 0.6 μl of exo-probe (10 pmol/ μl), 

.5 μl of 280 mM magnesium acetate, and 5 μl of the template 

ere added into the lid of the reaction tube containing the freeze- 

ried pellet. After capping the tube, the contents were mixed well 

nd placed immediately into a T8 isothermal fluorescence reader 
107 
Axxin, Fairfield, Australia). The reaction was incubated at 42 °C for 

5 min. A mixing step was conducted after 230 s for the RdRP as- 

ay and after 320 s for the N RT-RPA assay. The threshold time 

TT) was calculated as the starting point of the amplification curve 

bove the threshold of the negative control (water as template) in 

he first derivative analysis in the T8 desktop software (Axxin, Fair- 

eld, Australia). 

.4. RT-RAA assay 

The RT-RAA assay was performed according to the manufac- 

urer’s instruction (Jiangsu Qitian Bio-Tech Co. Ltd, China). The as- 

ay has been described elsewhere by Wang et al. ( Wang et al., 

020 ). The commercial kit for the detection of SARS-CoV-2 

omprises a design-locked single tube containing lyophilized 

rimer/probe and enzymes to perform a single reaction. First, 40 

l buffer VII and 4 μl of nuclease-free water were added to each 

eaction unit tube with a pipette, and 5 μl magnesium acetate I 

olution was added to the inside of the reaction tube cover. Subse- 

uently, 1 μl of extracted nucleic acid or 1 μl negative/positive con- 

rol was added, and the tube was closed and mixed properly. After 

ixing, the tube was briefly centrifuged and then transferred im- 

ediately into the T8 isothermal fluorescence reader (Axxin, Fair- 

eld, Australia). The reaction temperature was set at 39 °C for 15 

in, and a mixing step was performed after 230 s. The time taken 

or each sample to reach the threshold (TT) was measured in real 

ime by the fluorescence signal detector. 

.5. Data analysis 

Standard statistical methods including contingency tests and 

inomial confidence intervals were performed to determine the 

ensitivity and specificity of the assays with 95% confidence in- 

erval (CI). Parametric and non-parametric tests were performed 

ased on the distribution of data. Cohen’s kappa coefficient ( κ) 

nd the McNemar test were performed to determine the concor- 

ance and discordance among the diagnostic methods. The val- 

es of the Cohen κ coefficients were interpreted according to 

andis and Koch: 1.00–0.81, excellent agreement; 0.80–0.61, good 

greement; 0.60–0.41, moderate agreement; 0.40–0.21, weak agree- 

ent; 0.20–0.00, negligible agreement. Continuous variables were 

ummarized using the mean and standard deviation. In addition, 

 receiver operating characteristic (ROC) curve analysis was per- 

ormed to determine the accuracy of the assays. A Venn diagram 

as prepared using an interactive online tool called Venny (Venny 

.1.0,n.d.)( Venny 2021 ). All statistical analyses were performed us- 

ng IBM SPSS Statistics version 25.0 and GraphPad Prism version 

.1.2. A P -value < 0.05 was considered as statistically significant. 

. Results 

.1. Performance of the isothermal amplification methods 

Among the 76 confirmed COVID-19 patients, 63 were found to 

e positive by RT-RPA when the target gene was N ( Table 1 ). Al-

hough a small decline in the percentage sensitivity of the method 

as observed when the target gene was RdRP, the combination 

f the target genes augmented the overall sensitivity of the RT- 

PA assay to 85.53% (95% CI 75.58–92.55%) ( Table 1 ). RT-RPA and 

T-RAA showed equal sensitivity of 76.32% (95% CI 65.18–85.32%) 

hen the target for the former was RdRP and for the latter was 

RF1ab. 

Although, all 76 samples were positive for both the RdRP and 

he N gene by real-time RT-PCR, the sensitivity of the two isother- 

al methods varied across the Ct values for each target gene 

 Table 2 ). It is worth noting, however, that the real-time RT-PCR Ct 
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Table 1 

Diagnostic performance of the reverse transcription recombinase polymerase amplification (RT-RPA) 

assay and reverse transcription recombinase-aided amplification (RT-RAA) assay when the methods 

were evaluated with confirmed COVID-19 cases and controls 

Assay type Target Sensitivity (95% CI) ( n / N ) Specificity (95% CI) ( n / N ) 

RT- 

RPA 

RdRP 76.32% (65.18–85.32%) (58/76) 98.00% (92.96–99.76%) (98/100) 

N 82.89% (72.53–90.57%) (63/76) 95.00% (88.72–98.36%) (95/100) 

N + RdRP 85.53% (75.58–92.55%) (65/76) 94.00% (87.40–97.77%) (94/100) 

RT-RAA ORF1ab 76.32% (65.18–85.32%) (58/76) 97.00% (91.48–99.38%) (97/100) 

CI, confidence interval. 

Table 2 

Sensitivity of the isothermal methods spanning different ranges of Ct values found in RT-PCR 

RT-PCR Ct range Target for RT-PCR Assay Assay target Sensitivity (95% CI) 

0–

30 

RdRP 

gene 

RT- 

RPA 

RdRP 92.50% (79.61–98.43%) 

N 95.00% (83.08–99.39%) 

N + R ∗ 87.50% (73.20–95.81%) 

RT-RAA ORF1ab 97.50% (86.84–99.94%) 

31–

35 

RT- 

RPA 

RdRP 46.15% (26.59–66.63%) 

N 57.69% (36.92–76.65%) 

N + R ∗ 73.08% (52.21–88.43%) 

RT-RAA ORF1ab 34.62% (17.21–55.67%) 

36–

40 

RT- 

RPA 

RdRP 10.00% (0.25–44.50%) 

N 20.00% (2.52–55.61%) 

N + R ∗ 40.00% (12.16–73.76%) 

RT-RAA ORF1ab 10.00% (0.25–44.50%) 

0–

30 

N 

gene 

RT- 

RPA 

RdRP 97.37% (86.19–99.93%) 

N 97.37% (86.19–99.93%) 

N + R ∗ 92.11% (78.62–98.34%) 

RT-RAA ORF1ab 100.00% (90.75–100.00%) 

31–

35 

RT- 

RPA 

RdRP 47.62% (25.71–70.22%) 

N 71.43% (47.82–88.72%) 

N + R ∗ 80.95% (58.09–94.55%) 

RT-RAA ORF1ab 47.62% (25.71–70.22%) 

36–

40 

RT- 

RPA 

RdRP 25.00% (7.27–52.38%) 

N 12.50% (1.55–38.35%) 

N + R ∗ 37.50% (15.20–64.57%) 

RT-RAA ORF1ab 18.75% (4.05–45.65%) 

> 40 RT- 

RPA 

RdRP 0.00% (0.00–97.50%) 

N 100.00% (2.50–100.00%) 

N + R ∗ 100.00% (2.50–100.00%) 

RT-RAA ORF1ab 0.00% (0.00–97.50%) 

Ct, cycle threshold; RT-RPA, reverse transcription recombinase polymerase amplification assay; RT- 

RAA, reverse transcription recombinase-aided amplification assay. ∗RdRP → R. 
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Figure 1. Multiple receiver operating characteristic (ROC) curve exhibiting the di- 

agnostic accuracy of the isothermal assays. 

f

n

g

F

alues also differed between the targets. Similarly, the sensitivity of 

ach of the methods was found to vary for each of the target genes.

hile all of the samples positive for the RdRP gene emerged be- 

ween Ct 0 and 40 in the real-time RT-PCR, most of the positives in

he RT-RPA and RT-RAA assays became positive between 0 and 30 

ycles, at sensitivities of 92.50% (95% CI 79.61–98.43%) and 97.50% 

95% CI 86.84–99.94%), respectively ( Table 2 ). Similarly, for the N 

ene the maximum of the RT-RPA and RT-RAA positive samples 

ere under 30 cycles and exhibited sensitivities of 97.37% (95% 

I 86.19–99.93%) and 10 0.0 0% (95% CI 90.75–10 0.0 0%), respectively. 

ery few cases were positive only for N-RAA, where the Ct value 

as around 40. 

Both isothermal amplification methods showed high specificity 

n detecting true-negatives. The RdRP and N gene targeted in the 

T-RPA assay showed specificities of 98.00% (95% CI 92.96–99.76%) 

nd 95.00% (95% CI 88.72–98.36%), respectively. A small decline in 

pecificity to 94.00% (95% CI 87.40–97.77%) was observed when the 

forementioned targets were combined for the RT-RPA assay. Like 

T-RPA, an increased specificity of 97.00% (95% CI 91.48–99.38%) 

as found for RT-RAA. 

The ROC analysis substantiated the higher accuracy (area un- 

er the ROC curve (AUC) 0.897) of the RT-RPA when the N and 

dRP genes were combined ( Figure 1 ) ( Table 4 ). Again, the RdRP-

nd ORF1ab- targeted RT-RPA and RT-RAA methods respectively 

howed parallel diagnostic accuracy. As the E target is specific 
t

108 
or all betacoronaviruses (severe acute respiratory syndrome coro- 

avirus (SARS-CoV), MERS-CoV, SARS-CoV-2, etc.) and the target 

ave a high number of false-positives ( Supplementary Material 

ile 1), the RT-RPA assay targeting the E gene was excluded from 

he analysis. 
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Table 3 

Kappa coefficient values for the degree of agreement between the methods 

Assays Measure of agreement (kappa) P -value(McNemar test) 

RdRP-RPA vs NR-RPA 0.770 0.019 

RdRP-RPA vs ORF1ab-RAA 0.836 1.00 

RdRP-RPA vs N-RPA 0.755 0.115 

N-RPA vs ORF1ab-RAA 0.719 0.210 

N-RPA vs NR-RPA 0.869 0.549 

NR-RPA vs ORF1ab-RAA 0.662 0.087 

RPA, recombinase polymerase amplification; RAA, recombinase-aided amplification. 

Figure 2. Venn diagram presenting the distribution of positives by each method 

among the 76 confirmed COVID-19 cases. The distribution shows the highest num- 

ber of positives through RT-RPA when the target gene was N (N-RPA). Equal num- 

bers of positives were identified by RT-RPA and RT-RAA when the target genes were 

RdRP and ORF1ab, respectively (RdRP-RPA and ORF1ab-RAA). 
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Table 4 

Area under the curve 

(AUC) values determined 

through receiver operat- 

ing characteristic curve 

(ROC) analysis 

Assay AUC 

RdRP-RPA 0.871 

ORF1ab-RAA 0.866 

NR-RPA 0.897 

N-RPA 0.889 

RPA, recombinase poly- 

merase amplification; 

RAA, recombinase-aided 

amplification. 
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.2. Agreement between the RT-RPA and RT-RAA assays 

Around two-thirds of the COVID-19 samples (68.7%) were posi- 

ive by each of the methods when the assay outcomes of the target 

enes were independent of each other ( Figure 2 ). When presented 

s a Venn diagram, the high degree of overlapping positives be- 

ween RdRP-RPA and ORF1ab-RAA is readily observed. The higher 

appa coefficient ( κ = 0.836) between the aforementioned meth- 

ds further bolstered their excellent agreement ( Table 3 ). As ex- 

ected, N-RPA showed good agreement with both RdRP-RPA and 

RF1ab-RAA, with kappa vales of 0.755 and 0.719, respectively. 

urthermore, a good agreement ( κ = 0 6 62) was observed between 

he RT-RAA and RT-RPA assays when the N and RdRP targets were 

ombined ( Table 3 ). 

. Discussion 

In the absence of any magic bullet against COVID-19, the con- 

ainment of SARS-CoV-2 infections has been the cornerstone for 

he disruption of transmission. Taking into account previous suc- 

esses, the three Ts – test, trace, treat – have been considered in- 

ispensable towards moving to the ‘new normal’ era and allevi- 
109 
ting the crippling impact on the global economy by diminishing 

irus spread ( Griffin, 2020 ; Ng, 2020 ; Zheng et al., 2021 ). In this

egard, the democratization of COVID-19 testing facilities is still a 

istant and potentially unattainable goal in low-resource settings, 

ecause of the lack of universal operating procedures, as well as 

n absence of harmonization and implementation of truly widely 

vailable PCR-based diagnostic assays ( Kevadiya et al., 2021 ). How- 

ver, with the advent of isothermal amplification-based point-of- 

eed assays, accessibility to diagnosis and faster screening, while 

aintaining the optimal diagnostic efficacy, is no longer a dream 

n the fight against the pandemic ( James and Alwneh, 2020 ). 

Critically, unlike RT-PCR strategies, isothermal amplification 

echnologies with reduced turnaround times require neither pro- 

essional expertise nor expensive infrastructure. Consequently, this 

echnology has the potential to be deployed at the commu- 

ity level. Thus, the transfer of samples to a centralized labo- 

atory is not required and the longer execution period associ- 

ted with the standard COVID-19 real-time RT-PCR test disappears 

 Subsoontorn et al., 2020 ). Considering such a multitude of tech- 

ical and practical advantages, the overarching goal of the present 

tudy was to evaluate both RT-RPA and RT-RAA assays as emerging 

sothermal techniques amenable to resource-limited settings for 

he detection of SARS-CoV-2. Both of the methods showed mod- 

rate sensitivity when compared to previous studies, while their 

pecificities were comparable ( el Wahed et al., 2021 ; Wang et al., 

020 ; Xue et al., 2020 ). The deviations in diagnostic efficiency 

f the tests can be attributed to the sample type, sample qual- 

ty/quantity, different settings, and variable patient cohorts and op- 

rators. 

The earlier study performed by Ahmed et al. included only 

6 samples to evaluate the clinical efficiency of the RPA assay, 

hereas 176 samples (76 cases, 100 controls) were under inves- 

igation in the current study ( el Wahed et al., 2021 ). Moreover, 

he various types of clinical samples used in the study performed 

y Wang et al. might be responsible for the elevated sensitivity 

f the RT-RAA assay ( Wang et al., 2020 ). On the other hand, only

asopharyngeal swab samples were used to determine the clini- 

al efficiency of the RT-RAA assay in the current study. It is note- 

orthy that in the previous multicenter study, 62.5% of the swab 
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amples were found to be positive for SARS-CoV-2 by RT-RAA test 

 Wang et al., 2020 ). 

In the current study, both of the isothermal methods detected 

ost of the samples at Ct values < 30 in the real-time RT-PCR. A 

ecent review by Francois et al. showed that infected individuals 

ith 10 6 viral particles/ml are contagious – the detection limit of 

he nucleic acid amplification-based methods varies between 10 5 

nd 10 3 viral particles/ml for clinical samples ( Berthiaume, 2021 ). 

uch infected individuals with high Ct values are therefore less 

ikely to transmit the virus, and the isothermal techniques de- 

ected most of the likely super-spreaders. Even without this con- 

ideration, both of the tests evaluated achieved the qualification 

f a useful test by the estimation of sensitivity + specificity (1.5 

alue), as per the diagnostic test quality proposed by Power et al. 

 Power et al., 2013 ). 

It appears that this is the first study to directly compare RT- 

PA and RT-RAA assays for the detection of SARS-CoV-2 in clin- 

cal samples. The major limitations of this study include the use 

f archived samples and the use of similar types of samples, both 

f which might influence the true clinical efficiency of the tests. 

owever, random samples spanning a range of RT-PCR Ct values 

ith variable viral loads were used to more robustly assess the ef- 

ciency of each test. Furthermore, several aliquots of the archived 

NA samples were used to avoid the introduction of freeze–thaw 

s an impacting variable. Furthermore, the laboratory personnel 

ere blinded to the types of samples they were evaluating to nul- 

ify any operator bias. Finally, apart from the technical aspects, the 

ssays have a limitation in terms of throughput, as the portable 

evice can detect eight samples in a single run. However, the de- 

eloped capacity would be adaptable in resource-limited settings 

o detect other pathogens as well when the pandemic is over. 

Considering the current need, the diagnostic efficiencies, and 

he feasibility of performing the assays in resource-constrained 

ettings, both of the isothermal methods demonstrate promise 

or application as point-of-need tests for the diagnosis of SARS- 

oV-2 infection/COVID-19. The RdRP-targeted RT-RPA and ORF1ab- 

argeted RT-RAA appear sufficient to specifically detect SARS-CoV- 

, and their use would reduce the operational costs. Moreover, 

he earlier studies confer the detection of the virus through 

RF1ab, where both RdRP and ORF1ab flank the same region of 

he genome of SARS-CoV-2 ( Corman et al., 2020 ; el Wahed et al.,

021 ; Wang et al., 2020 ). This also explains the similar diagnos- 

ic efficiency or excellent agreement of the methods while us- 

ng the aforementioned targets for two different tests. The tech- 

ical advantages of the RT-RAA are its simple pipetting scheme 

nd the availability of lyophilized all-in-one primer in pellet form, 

hich contains the RT, RAA enzyme, and protein, as well as the 

ARS-CoV-2 oligonucleotide. Recently, coupling of the methods 

ith CRISPR Cas9/12a has been investigated to develop a lateral 

ow device for further facilitating POC detection ( Sun et al., 2021 ; 

iong et al., 2021 ; Yu et al., 2021 ). However, further methodologi- 

al improvisation of the methods is warranted prior to large-scale 

pplication. 

In the last decade, the applications of isothermal amplifi- 

ation technologies have been advancing, with recombinase- 

ased isothermal assays contributing around 10% of the global 

sothermal amplification technology market ( Li et al., 2019 ). A 

umber of isothermal amplification techniques have received 

mergency use authorization (EUA) from the FDA ( FDA, 2021 ). 

ecently, several POC molecular tests including OptiGene RT- 

AMP, QuantuMDx Q-POC, and ID Now have shown promis- 

ng diagnostic accuracy with high sensitivity and specificity 

anging from 73.0% to 96.8% and from 99.1% to 100%, respec- 

ively, depending on the type of clinical sample and trade-off

t values obtained in RT-PCR ( Caffry, 2021; Graham, 2021; 

OV.UK 2021 ) https://www.gov.uk/government/publications/ 
110 
apid- evaluation- of- optigene- rt- lamp- assay- direct- and- rna- formats

apid- evaluation- of- optigene- rt- lamp- assay- direct- and- rna- formats

he large-scale application of the POC assays mentioned above 

arrants the development and validation of new POC tests feasible 

or use in resource-constrained settings to accelerate the diagnosis 

f COVID-19. 

Since the recombinase-based RT-RAA and RT-RPA assays are 

easible to perform in point-of-need settings, the findings of this 

tudy could facilitate the use of these isothermal methods on a 

arge scale and in a broad array of settings. Finally, incorporation 

nto the ‘suitcase laboratory’ format, along with a rapid nucleic 

cid extraction technique, would augment the utility of the tests 

y allowing deployment in decentralized facilities (rural commu- 

ity clinics, shopping and travel hubs, airports, etc.) to combat out- 

reak situations. 
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